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We report a femtosecond optical parametric oscillator 
(OPO) based on the new semiconductor gain material 
orientation patterned gallium phosphide (OP-GaP), which 
enables the production of high-repetition-rate 
femtosecond pulses spanning 5–12 µm with average 
powers in the few to tens of milliwatts range.  This is the 
first example of a broadband OPO operating across the 
molecular fingerprint region, and we demonstrate its 
potential by conducting broadband Fourier-transform 
spectroscopy using water vapor and a polystyrene 
reference standard. © 2015 Optical Society of America 

OCIS codes: (190.4970) Parametric oscillators and amplifiers; (190.4400) 
Nonlinear optics, materials; (300.6340) Spectroscopy, infrared. 
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Molecular absorption spectra in the 3–20-µm infrared 
wavelength range contain intense and distinctive patterns of 
features, providing a unique 'molecular fingerprint', which 
historically has been exploited to infer the composition of unknown 
chemicals by using Fourier-transform spectrometers illuminated 
with black-body radiation. Substituting thermal emitters with 
broadband coherent sources promises exciting new possibilities for 
molecular spectroscopy: temporal coherence is critical for mid-
infrared frequency combs [1,2] and their applications in dual-comb 
spectroscopy [3–5], while spatial coherence enables diffraction-
limited focusing in applications like near-field micro-
spectroscopy [6] and free-space propagation for stand-off chemical 
detection [7].  The wide instantaneous bandwidth of mid-infrared 
femtosecond oscillators is particularly appealing, since it permits 
powerful Fourier-transform techniques to be adopted, which 
transfer the burden of precision wavelength calibration from the 
source to the detection system [8] while also providing excellent 
signal:noise characteristics and wavelength-independent spectral 
resolution [9].   

With the exception of recent results using supercontinuum 
generation in chalcogenide fiber [10], technical routes to 
broadband coherent sources operating across the fingerprint 
region have been limited to synchrotrons [11,12], difference-
frequency mixing between two near-infrared lasers [13] or 
different spectral components of broadband near-infrared 
pulses [14], and cascaded OPOs [15,16].  These approaches each 
face different limitations associated with their complexity, low 
repetition rate, size or poor efficiency, limiting their potential for 
widespread adoption.  OPOs offer a compelling route to accessing 
the fingerprint region, and the most promising demonstrations to 
date have employed the quasi-phasematched (QPM) 
semiconductor gain material orientation-patterned gallium 
arsenide (OP-GaAs) [17], which has been shown to address 4–14 
µm with nanosecond pulses [15].  Two-photon absorption prevents 
OP-GaAs from being pumped at wavelengths below 1.7 µm, and 
consequently its implementation in a femtosecond oscillator has 
been limited by the availability of suitable pump lasers to the 
production of idler wavelengths shorter than the fingerprint 
band [18].  A femtosecond cascaded OPO exploiting the 
transmission of CdSiP2 tunes into the fingerprint region, but is 
limited by material absorption to wavelengths below 9 µm [16].  

Orientation-patterned gallium phosphide (OP-GaP) [19], a 
recently developed material and the first new orientation-
patterned semiconductor to produce meaningful output powers in 
nearly 15 years [20], now presents an exciting solution to the 
problems outlined earlier.  Unlike OP-GaAs, its band edge lies in the 
visible region, so two-photon absorption is negligible above 1 µm, 
while its transparency extends to 12 µm, providing excellent 
coverage of the fingerprint region.  These characteristics and its 
substantial nonlinearity of 70.6 pm V-1 [21] allow it to be pumped 
directly with powerful 1-µm lasers, and the domain patterning 
period—set in the growth procedure by the molecular beam 
epitaxy (MBE) template—provides the required tuning parameter 
needed to cover the material's full transparency range.  Fig. 1 
presents the phasematching efficiency map for a 1-mm-long OP-



GaP crystal, along with the transmission spectrum of OP-GaP.  The 
wavevector mismatch ∆𝑘 = 𝑘 − 𝑘 − 𝑘 − 2𝜋 𝛬⁄  
was	  calculated	  over	  a	  matrix	  of	  grating	  periods	  (Λ)	  and	  signal	  /	  idler	  
wavelengths and used to obtain the phasematching efficiency factor 
sinc (𝛥𝑘𝐿 2⁄ ), where L is the crystal length of 1 mm.  This 
calculation was performed multiple times for pump wavelengths 
from 1020–1060 nm at 1 nm intervals and the results weighted by 
the pump laser spectral density (Fig. 1 inset) to produce the final 
conversion-efficiency map.  This calculation illustrates the 
suitability of using 1-mm crystals for the OPO. Idler generation is 
possible throughout the OP-GaP transparency window by varying 
the quasi-phasematching period from 15–35 µm, values which are 
compatible with the capabilities of the hydride vapor phase epitaxy 
(HVPE) growth technique used to extend the thickness of the MBE-
grown QPM layer to several hundred microns. 

 

Fig. 1. Phasematching efficiency for a 1-mm-long OP-GaP crystal, 
calculated using the Sellmeier equation from [22].  The crystal 
transmission is shown on the yellow axis. The white vertical bars depict 
the experimentally observed -10-dB idler bandwidth. Inset: pump laser 
spectrum. 

 

Fig. 2. The layout of the domain regions on the 75-mm OP-GaP wafer are 
shown together with cross sections revealing the domain-period 
growth.  The inset on the bottom right shows a diced and anti-reflection 
coated crystal (grating vector normal to the page). 

Based on this design, an OP-GaP wafer was prepared with 
eighteen distinct regions including patterning periods in the 
required range, as well as longer periods for evaluation purposes.  
The wafer was grown by the all-epitaxial processing technique 
originally developed at Stanford University [23,24] (and the 
University of Tokyo [25,26]) for the growth of OP-GaAs. This 
approach is based on the use of polar-on-nonpolar MBE to produce 
a III-V semiconductor layer whose orientation is inverted relative to 
that of the substrate. Beginning with a 3-inch-diameter undoped 
(100) GaP substrate (4-degree offcut toward <111B>), a 200-nm 
GaP buffer layer was grown prior to the deposition of the 5.6-nm 
non-polar silicon layer (performed in an auxiliary growth 
chamber), followed by the growth of a 5.6-nm AlGaP smoothing 
layer and finally a 200-nm GaP inverted layer free of anti-phase 
domains at the surface. The inverted layer was then 
photolithographically patterned with a multi-grating mask oriented 
with the domain stripes perpendicular to the [01-1] major flat, and 
alternating domains were reactive-ion etched in BCl3 down to the 
starting substrate. After thoroughly removing the photoresist, the 
wafer was reloaded into the MBE chamber for 1000 nm of regrowth 
at a rate of 200 nm/hr. 
To extend the thickness of the resulting 2-µm-thick QPM structure 
to millimeter-scale dimensions, the OP-GaP template was loaded 
into a horizontal, low-pressure HVPE reactor in which HCl gas flows 
over high-purity molten Ga to form GaCl vapor which exits from a 
showerhead directly above the rotating wafer and reacts with a 
flowing	  “sheet”	  of	  phosphine	  to	  form	  GaP	  according	  the	  reaction	  
GaCl + PH3 o GaP + H2 + HCl.  At a growth temperature near 800 °C 
we achieved high-quality epitaxy (FWHM rocking curve peaks < 23 
arcsec) at an average growth rate of 96 µm/hr (500 times faster 
than MBE) over an 8-hr run. The resulting wafer is shown in Fig. 2, 
and showed excellent vertical, parallel domain propagation even for 
the smallest periods (although these cease to propagate after a few 
hundred microns of growth for reasons that are not well 
understood). Useable crystals were obtained for each of period, 
with growth typically extending over at least 150 µm. 

 

Fig. 3. Synchronously pumped OP-GaP OPO and Fourier-transform 
spectrometer. 

OP-GaP crystals with lengths of 1 mm and several patterning 
periods were diced, polished, and anti-reflection (AR) coated for 
near- to mid-infrared wavelengths (all crystals coated for AR of 
1.02-1.06, 1.15-1.35 and 5-12 µm).  We configured a synchronously 
pumped OP-GaP OPO in a 101.2-MHz resonator with high 
reflectivity from 1.15–1.35 µm (Fig. 3), pumped with 150-fs pulses 
from a 1040-nm femtosecond laser (Chromacity Spark).  The 



coating of one spherical mirror was optimized for transmission at 
the pump wavelength of 1040 nm and for high reflectivity at the 
resonant signal wavelength in a range from 1.15–1.35 µm, while the 
other spherical mirror collimated the idler beam emerging from the 
OP-GaP crystal and was silver coated to provide high reflectivity for 
all idler wavelengths. This collimated idler beam was output-
coupled from the cavity by transmission through a plane mirror 
coated with high transmission for the idler wavelengths (5–12 µm) 
and high reflectivity for the signal wavelengths (1.15–1.35 µm) on 
an infrared-transparent ZnSe substrate. The inclusion of a 2% signal 
output coupler, as well as the signal loss from the silver spherical 
mirror, allowed the idler power to be maximized by reducing back-
conversion within the OP-GaP crystal.  The OPO was brought into 
synchronism with the pump pulses by manual adjustment of the 
cavity length.  

 

Fig. 4. (a) Idler spectra and (right axis) measured power.  (b) Selected 
signal spectra and (right axis) measured power. Diamond markers 
represent measurements made using different cavity mirrors to the 
square markers. 

A Michelson interferometer with one arm scanning at 2 Hz was 
used as a Fourier transform spectrometer. The speed of the 
scanning mirror was calibrated using a HeNe laser, providing an 
accurate wavelength scale for the measured mid-IR	  light	  (Connes’	  
advantage of FTIR). Depending on the wavelength of the spectrum 
being measured, two different beamsplitters were used in the 
interferometer (CaF2 AR coated for 2–8 µm, and ZnSe AR coated for 
7–14 µm). The spectrometer resolution was limited by the scanning 
range of the interferometer to 1.2 cm-1. A liquid nitrogen cooled 
mercury cadmium telluride (MCT) detector, sensitive from 3–12 
µm, was used to record idler spectra from seven OP-GaP crystals 
with domain periods from 21.5–34.0 µm.  Spectra centered from 
5.4–11.8 µm and extending to 12.5 µm are presented in Fig. 4(a), 
together with average power measurements for each crystal. 
Atmospheric water absorption is evident in the two shortest 
wavelength spectra, while at longer wavelengths clean spectra are 
obtained since the 8–12-µm band corresponds to an atmospheric 
transmission window.  The MCT detector sensitivity tails off at 
wavelengths	  >	  11.8	  µm,	  and	  this	  likely	  affects	  the	  shape	  of	  the	  Λ	  =	  34	  
µm spectrum. A different mirror set with high reflectivity from 1.10 
– 1.25 µm was used for the 31, 32.5 and 34-µm gratings. Almost no 
cavity length tuning is observed.  The maximum average power was 
55 mW at 5.4 µm with 7.5 mW being recorded at 11.8 µm. Idler 
powers were recorded directly after an anti-reflection coated Ge 
window and do not account for losses from the silver mirror or the 
window.  The oscillation threshold is greater for longer idler 
wavelengths.  This partially accounts for the decreases in output 
power, along with the lower quantum efficiency.  Fig. 4(b) presents 

signal spectra recorded for different domain periods, illustrating the 
modest tuning needed to provide extensive mid-infrared coverage. 
Only three spectra are presented here for clarity. Data in Fig. 1 
representing the -10-dB bandwidths of the idler spectra show that 
the Sellmeier equations used to calculate the OP-GaP 
phasematching [22] can roughly predict the observed tuning 
behavior, despite being measured at much longer wavelengths (no 
mid-infrared Sellmeier equation exists for GaP).  The calculation 
predicts smooth idler and uneven signal spectra, consistent with the 
measured spectra.  
To demonstrate the practicality of this source for molecular 
fingerprint-region spectroscopy we implemented a dual-detector 
Fourier-transform spectrometer (Fig. 3) to acquire a reference 
spectrum synchronously with a measurement spectrum. 
Transmission spectra of a 38 µm thick polystyrene film reference 
sample were measured by simultaneously recording the spectrum 
transmitted through the polystyrene and a reference spectrum, 
then calculating their ratio. This approach prevents any drift in the 
idler spectrum from influencing the measurement (although does 
introduce some measurement error in the ratio calculation).  At 
shorter wavelengths we used atmospheric water vapor absorption 
as our spectroscopy reference.  Spectroscopy results are presented 
in Fig. 5, which includes the water vapor transmission spectra from 
the HITRAN molecular absorption database for comparison [27].  
Excellent agreement is obtained across the 5–13-µm region, 
representing a significant portion of the fingerprint region 
containing many of the diagnostic stretching and bending 
frequencies of important molecular functional groups.  

 

Fig. 5. Simulated water-vapor absorption spectra from the HITRAN 
database (grey) shown for comparison with idler spectra recorded from 
the OPO operated with OP-GaP grating periods of 21.5 µm (a) and 24.5 
µm (b). (c) Transmission spectra of a polystyrene film recorded from the 
OPO operated with OP-GaP grating periods of 24.5–34 µm and 
reference spectrum supplied by the sample manufacturer (grey). 

The OP-GaP OPO exploits reliable and high power 1-µm Yb laser 
technology, rather than less mature 2-µm pump sources.  The 
average power is also extremely high: even above 10 µm, several 
milliwatts are produced, in comparison with 150 µW from a state-
of-the-art mid-infrared fiber supercontinuum source [28] and 200 
µW from a dual-laser difference-frequency generation source [13].  
When spectral brightness or brilliance (power per unit optical 
frequency, accounting for beam area and divergence) is considered, 
the advantages of an OPO source are even more apparent.  The 
highest brilliance fingerprint-region source reported, to our 
knowledge, produces 4.9 u 1019 ph s–1 mm–2 sr−1 0.1%BW–1 at a 
center wavelength of 11.5 µm [14] (a 103-mW spectrum covering 
6.7–18 µm). The method used in [14] to calculate the brilliance (also 



referred to as spectral brightness) was implemented for the 
OP−GaP	  OPO	  as	   follows.	   	  At	  a	  central	  wavelength	  of	  11.8	  µm	  an	  
average output power of 7.5 mW was measured. The power 
contained within a bandwidth of 0.1% of the central wavelength 
was 0.10 mW, or 6.1 u 1015 photons s-1 0.1%BW−1. The signal beam 
waist in the OPO was 19 µm (from cavity stability matrix 
calculations) and we assumed a diffraction limited idler beam with 
the same waist size. The idler beam area (1.13 u 10-3 mm2) and 
divergence (197 mrad) gave a solid angle of 0.12 steradians and so 
implied a brilliance of 4.1 u 1019 ph s−1 mm–2 sr−1 0.1%BW−1. The OP-
GaP OPO does not cover such a broad range simultaneously as the 
source in [14], but reaches a comparable brilliance of 4.1 u 1019 ph 
s–1 mm–2 sr–1 0.1%BW–1 at the longest center wavelength of 11.8 µm, 
5.8 u 1019 ph s−1 mm–2 sr−1 0.1%BW−1 for a center wavelength of 
10.8 µm, and exceeds 1020 ph s–1 mm–2 sr-1 0.1%BW–1 for all outputs 
below 10 µm.  
The 100-MHz repetition rate of the OPO means that it produces an 
essentially continuous-wave output, distinguishing it from kHz fiber 
sources [10], synchrotrons [12] and ns OPOs [15].  Such cw-
modelocked performance allows the data acquisition rate of pump-
probe experiments to be extremely high, enabling MHz-frequency 
lock-in detection which eliminates the technical noise typically 
present at kHz frequencies.  The high repetition rate also presents 
opportunities for rapid imaging in the fingerprint region, either in a 
micro-spectroscopy format as previously reported using 
synchrotron radiation [29], or in an active illumination format using 
raster scanning [30] or infrared cameras [31]. 
Controlling the lengths of the pump and OPO resonators [32,33] 
enables the OP-GaP OPO to be easily configured as a frequency 
comb, with the prospect of implementing dual-comb 
spectroscopy [34] in the fingerprint region for the first time.  Such a 
system could monitor changes in molecular functional groups at 
tens of kHz and with extremely high resolution, making it possible 
to observe multispecies reaction kinetics in real time. 
By extending the reach of 1-µm synchronously pumped OPOs—
previously limited by the transparencies of oxide nonlinear media 
such as LiNbO3, LiB3O5 and KTiOPO4—the OP-GaP source reported 
here represents a step-change in the practicality of molecular 
fingerprint-region broadband coherent sources, providing superior 
power, efficiency and repetition rate over competing approaches.  
We therefore expect OP-GaP technology to accelerate the 
development of new coherent spectroscopic applications of the 
mid-infrared in environmental sensing, security, healthcare, drug-
quality screening, material science and optical histopathology. 

References 
 

1. A. Schliesser, N. Picqué, and T. W. Hänsch, Nature Photon 6, 440–449 
(2012). 

2. K. Balskus, Z. Zhang, R. A. McCracken, and D. T. Reid, Opt. Lett. 40, 4178 
(2015). 

3. B. Bernhardt, A. Ozawa, P. Jacquet, M. Jacquey, Y. Kobayashi, T. Udem, R. 
Holzwarth, G. Guelachvili, T. W. Hänsch, and N. Picqué, Nature Photon 4, 
55–57 (2009). 

4. Z. Zhang, T. Gardiner, and D. T. Reid, Opt. Lett. 38, 3148–3150 (2013). 
5. B. Bernhardt, E. Sorokin, P. Jacquet, R. Thon, T. Becker, I. T. Sorokina, N. 

Picqué, and T. W. Hänsch, Appl. Phys. B Lasers Opt. 100, 3–8 (2010). 
6. P. Patoka, G. Ulrich, A. E. Nguyen, L. Bartels, P. A. Dowben, V. Turkowski, T. 

S. Rahman, P. Hermann, B. Kästner, G. Ulm, and E. Rühl, Opt. Express 24, 
1154–1164 (2016). 

7. Z. Zhang, R. J. Clewes, C. R. Howle, and D. T. Reid, Opt. Lett. 39, 6005–8 
(2014). 

8. J. Connes, Rev. Opt. Theor. Instrum. 40, (1961). 
9. P. B. Fellgett, J. Opt. Soc. Am. 39, 970–976 (1949). 
10. T. Cheng, K. Nagasaka, T. H. Tuan, X. Xue, M. Matsumoto, H. Tezuka, T. 

Suzuki, and Y. Ohishi, Opt. Lett. 41, 3-6 (2016).  
11. W. D. Duncan and G. P. Williams, Appl. Opt. 22, (1983). 
12. P. Dumas and L. Miller, Vib. Spectrosc. 32, 3–21 (2003). 
13. A. Sell, I. Pastirk, A. Brodschelm, R. Herda, T. Puppe, and A. Zach, Proc. 

SPIE 9467, 94672I (2015). 
14. I. Pupeza, D. Sánchez, J. Zhang, N. Lilienfein, M. Seidel, N. Karpowicz, I. 

Znakovskaya, M. Pescher, W. Schweinberger, V. Pervak, E. Fill, O. Pronin, 
Z. Wei, F. Krausz, A. Apolonski, and J. Biegert, Nature Photon 9, 1–5 
(2015). 

15. K. L. Vodopyanov, I. Makasyuk, and P. G. Schunemann, Opt. Express 22, 
4131–4136 (2014). 

16. V. Ramaiah-Badarla, S. Chaitanya Kumar, A. Esteban-Martin, K. Devi, K. T. 
Zawilski, P. G. Schunemann, and M. Ebrahim-Zadeh, Opt. Lett. 41, 1708-
1711 (2016).  

17. D.  F.  Bliss,  C.  Lynch,  D.  Weyburne,  K.  O’Hearn,  and  J.  S.  Bailey,  J.  Cryst.  
Growth 287, 673–678 (2006). 

18. W. C. Hurlbut, Y. S. Lee, K. L. Vodopyanov, P. S. Kuo, and M. M. Fejer, Opt. 
Lett. 32, 668–670 (2007). 

19. L. A. Pomeranz, P. G. Schunemann, D. J. Magarrell, J. C. McCarthy, K. T. 
Zawilski, and D. E. Zelmon, Proc. SPIE 9347, 93470K (2015). 

20. L. A. Eyres, P. J. Tourreau, T. J. Pinguet, C. B. Ebert, J. S. Harris, M. M. Fejer, 
B. Gerard, and E. Lallier, in Advanced Solid State Lasers, H. Injeyan, U. 
Keller, and C. Marshall, eds. (OSA, 2000), paper TuA2. 

21. I. Shoji, A. Kitamoto, T. Kondo, and R. Ito, J. Opt. Soc. Am. B 14, 2268–
2294 (1997). 

22. D. F. Parsons and P. D. Coleman, Appl. Opt. 10, 1683–1685 (1971). 
23. C. B. Ebert, L. A. Eyres, M. M. Fejer, and J. S. Harris, J. Cryst. Growth 201, 

187–193 (1999). 
24. T. J. Pinguet, O. Levi, T. Skauli, L. A. Eyres, L. Scaccabarozzi, M. M. Fejer, J. 

S. Harris, T. J. Kulp, S. Bisson, B. Gerard, L. Becouarn, and E. Lallier, in TOPS 
Vol. 56, Conference on Lasers and Electro-Optics (OSA, 2001). 

25. S. Koh, T. Kondob, Y. Shirakia, and R. Itoc, J. Cryst. Growth 227-228, 183–
192 (2001). 

26. S. Koh, T. Kondo, M. Ebihara, T. Ishiwada, H. Sawada, H. Ichinose, I. Shoji, 
and R. Ito, Japanese J. Appl. Physics, Part 1 Regul. Pap. Short Notes Rev. 
Pap. 38, 508–511 (1999). 

27. L. S. Rothman, I. E. Gordon, Y. Babikov, A. Barbe, D. Chris Benner, P. F. 
Bernath, M. Birk, L. Bizzocchi, V. Boudon, L. R. Brown, A. Campargue, K. 
Chance, E. A. Cohen, L. H. Coudert, V. M. Devi, B. J. Drouin, A. Fayt, J. M. 
Flaud, R. R. Gamache, J. J. Harrison, J. M. Hartmann, C. Hill, J. T. Hodges, D. 
Jacquemart, A. Jolly, J. Lamouroux, R. J. Le Roy, G. Li, D. A. Long, O. M. 
Lyulin, C. J. Mackie, S. T. Massie, S. Mikhailenko, H. S. P. Muller, O. V. 
Naumenko, A. V. Nikitin, J. Orphal, V. Perevalov, A. Perrin, E. R. 
Polovtseva, C. Richard, M. A. H. Smith, E. Starikova, K. Sung, S. Tashkun, J. 
Tennyson, G. C. Toon, V. G. Tyuterev, and G. Wagner, J. Quant. Spectrosc. 
Radiat. Transf. 130, 4–50 (2013). 

28. C. R. Petersen, U. Møller, I. Kubat, B. Zhou, S. Dupont, J. Ramsay, T. 
Benson, S. Sujecki, N. Abdel-Moneim, Z. Tang, D. Furniss, A. Seddon, and 
O. Bang, Nature Photon 8, 830–834 (2014). 

29. P. Dumas, G. D. Sockalingum, and J. Sule-Suso, Trends Biotechnol. 25, 40–
44 (2007). 

30. D. Stothard, M. Dunn, and C. Rae, Opt. Express 12, 947–955 (2004). 
31. L. Maidment, Z. Zhang, C. R. Howle, S. T. Lee, A. Christie, and D. T. Reid, in 

CLEO: 2015 (OSA, 2015), paper JTh2A.88. 
32. B. J. S. Gale, J. H. Sun, and D. T. Reid, Opt. Lett. 32, 1414–1416 (2007). 
33. K. Balskus, S. M. Leitch, Z. Zhang, R. A. McCracken, and D. T. Reid, Opt. 

Express 23, 1283–1288 (2015). 
34. F. Keilmann, C. Gohle, and R. Holzwarth, Opt. Lett. 29, 1542–1544 (2004). 
 


